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Listing and evaluation of the results

43733: CG Cytogenomics Medical Laboratory
CG Cytogenomics

Survey of 19 May 2023

Adviser: Dr. med. Benedikt Lohr
Tel.: +49 261 30405 843
Mail: b.lohr@labor-koblenz.de

MVZ für Laboratoriumsmedizin und Mikrobiologie
Koblenz-Mittelrhein
Viktoriastraße 35-39
56068 Koblenz

211 Haematology 01 - Blood Cell Count

Analyte Sample
211-20230502-

Your
value

Target
value

TV-
Type

Lower
limit

Upper
limit

Deviation Meets
criteria

Unit Z-Score

Haemoglobin 01 53.0 53.2 ET 49.9 56.4 -0.4% +g/l -0,131

Haemoglobin 02 127 133 ET 120 141 -4.5% +g/l -2,6

Erythrocytes 01 1.98 2.05 RMV 1.89 2.21 -3.4% +/pl -1,46

Erythrocytes 02 4.35 4.39 RMV 4.04 4.74 -0.9% +/pl -0,5

MCV 01 79.9 79.8 SV 72.6 87.0 0.1% +� 0,178

MCV 02 87.4 87.5 SV 79.6 95.4 -0.1% +� -0,068

Haematocrit el.count 01 0.158 0.157 SV 0.143 0.171 0.6% +l/l 0,167

Haematocrit el.count 02 0.380 0.369 SV 0.336 0.402 3.0% +l/l 1,22

Leucocytes 01 8.20 8.15 RMV 6.68 9.62 0.6% +/nl 0,166

Leucocytes 02 8.80 9.10 RMV 7.46 10.7 -3.3% +/nl -0,917

Thrombocytes 01 454 444 SV 386 502 2.3% +/nl 0,225

Thrombocytes 02 231 238 SV 202 274 -2.9% +/nl -0,805

Analyte Sample
211-20230502-

Your unit Stated value Conversion
factor

Method Manu-
facturer

Device

Haemoglobin 01 g/dl 5.30 10.0 211 CU39

Haemoglobin 02 g/dl 12.7 10.0 211 CU39

Erythrocytes 01 1.98 1.00 216 CU39

Erythrocytes 02 4.35 1.00 216 CU39

MCV 01 79.9 1.00 CU39

MCV 02 87.4 1.00 CU39

Haematocrit el.count 01 % 15.8 0.010 CU39

Haematocrit el.count 02 % 38.0 0.010 CU39

Leucocytes 01 8.20 1.00 216 CU39

Leucocytes 02 8.80 1.00 216 CU39

Thrombocytes 01 454 1.00 216 CU39

Thrombocytes 02 231 1.00 216 CU39
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Individual summary of results

43733: CG Cytogenomics Medical Laboratory
CG Cytogenomics

Survey of 19 May 2023

211 Haematology 01 - Blood Cell Count

Graphical representation
not useful

Haemoglobin g/l, N = 662)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total

all devices (RMV) 01 53.2 49.9 - 56.4 52.5 2.91 662 93.7 92.9

02 133 120 - 141 130 1.78 662 96.7 92.9

Rate of success: 92,9%

Graphical representation
not useful

Erythrocytes /pl, N = 639)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total

RMV 01 2.05 1.89 - 2.21 2.01 2.39 639 93.7 93.6

02 4.39 4.04 - 4.74 4.37 1.83 639 94.1 93.6

Rate of success: 93,6%
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Graphical representation
not useful

MCV �, N = 632)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total

Horiba 01 76.2 69.3 - 83.1 76.2 1.72 76 97.4 97.4

02 84.1 76.5 - 91.7 84.1 1.57 76 98.7 97.4

G.AB10, AB13, AB15, AB32 01 81.5 74.2 - 88.8 81.5 2.70 12 100 100

02 89.9 81.8 - 98.0 89.9 2.42 12 100 100
Abbott Cell-Dyn 3200, Ruby, Sapphire

01 69.8 63.5 - 76.1 69.8 2.78 18 100 100

02 74.6 67.9 - 81.3 74.6 2.33 18 100 100
Siemens Advia / Advia 120

01 68.1 62.0 - 74.2 68.1 3.05 7(1)

02 77.7 70.7 - 84.7 77.7 3.67 7

Beckmann Coulter 01 79.8 72.6 - 87.0 79.8 0.704 15 93.3 93.3

02 87.5 79.6 - 95.4 87.5 1.68 15 100 93.3

other devices 01 77.6 70.6 - 84.6 77.6 2.73 504 98.4 96.6

02 82.4 75.0 - 90.9 82.4 2.77 504 97.2 96.6

(1) In individual cases is a statistically valid valuation with consensus value not given, because size of the collective <

8 values.

Rate of success: 96,7%

Graphical representation
not useful

Haematocrit el.count l/l, N = 612)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total
G.AB10, AB15, AB31-AB32, AB99

01 0.164 0.149 - 0.179 0.164 7.32 16 87.5 87.5

02 0.385 0.350 - 0.420 0.385 5.19 16 100 87.5

Abbott 
Cell-Dyn Ruby

01 0.137 0.125 - 0.149 0.137 4.38 17 94.1 88.2

02 0.326 0.297 - 0.355 0.326 3.99 17 88.2 88.2
Siemens Advia / Advia 120

01 0.144 0.131 - 0.157 0.144 3.47 7(1)

02 0.339 0.308 - 0.370 0.339 3.54 7

Sysmex M2000, 
K800, 1000, 4500

01 0.153 0.139 - 0.167 0.153 3.27 18 100 100

02 0.356 0.324 - 0.388 0.356 3.65 18 100 100

Sysmex 
KX21; XP-300

01 0.155 0.141 - 0.169 0.155 1.94 171 98.8 98.8

02 0.350 0.319 - 0.382 0.350 1.43 171 98.8 98.8

other devices 01 0.157 0.143 - 0.171 0.157 3.82 383 96.1 94.0

02 0.369 0.336 - 0.402 0.369 2.44 383 95.0 94.0

(1) In individual cases is a statistically valid valuation with consensus value not given, because size of the collective <

8 values.

Rate of success: 95,3%

Graphical representation
not useful

Leucocytes /nl, N = 641)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total

RMV 01 8.15 6.68 - 9.62 7.95 3.80 641 94.4 92.8

02 9.10 7.46 - 10.7 9.20 3.55 641 93.3 92.8

Rate of success: 92,8%
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Graphical representation
not useful

Thrombocytes /nl, N = 639)(

Collective Sample

211-20230502

-

Target

value AVG

Target range Participants collective

CV Num.

Rate (%)

Sam. total

Abbott Cell-Dyn 
3200; Ruby

01 375 326 - 424 375 4.48 17 94.1 94.1

02 241 205 - 277 241 6.06 17 94.1 94.1

Abbott 
further devices

01 473 412 - 534 473 7.34 16 100 100

02 241 205 - 277 241 5.02 16 100 100
Siemens Advia / Advia 120

01 432 376 - 488 432 5.56 7(1)

02 218 185 - 251 218 9.08 7

Coulter 01 444 386 - 502 444 10.0 15 73.3 73.3

02 238 202 - 274 238 3.66 15 86.7 73.3

Horiba 
ABX / AXON

01 479 417 - 541 479 6.76 78 91.0 91.0

02 234 199 - 269 234 5.43 78 92.3 91.0

Sysmex Split 2 01 493 429 - 557 493 3.98 178 95.5 95.5

02 256 218 - 294 256 4.41 178 96.1 95.5

Sysmex Split 3 01 457 398 - 516 457 5.43 90 91.1 91.1

02 237 201 - 273 237 5.15 90 92.2 91.1

other devices 01 441 384 - 498 441 4.38 238 91.6 91.2

02 234 199 - 269 234 3.90 238 95.4 91.2

(1) In individual cases is a statistically valid valuation with consensus value not given, because size of the collective <

8 values.

Rate of success: 92,3%
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